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ABSTRACT
Tissue polarimetry could be identified as a complementary optical and non-invasive technique to assist the gold
standard histopathology analysis of tissue. In general, polarimetric diagnostics is based on tracing different
polarimetric responses (including light depolarization) in tissue zones with structure altered by the benign and
pre/cancerous formations. In this manuscript, both healthy and malignant tissue zones of a thick formalin-fixed
colon specimen were used for Mueller matrix measurements. Additionally, two more Mueller matrices from
Monte Carlo simulation and tissue mimicking phantom were also evaluated, in order to assess polarimetric characterization and modeling of turbid media. Symmetric decomposition algorithm of Mueller matrices developed
in house was adopted to extract both polarization and depolarization properties, encoded in the Mueller matrix
elements. The decomposition products allowed to reveal important information about the internal tissue structure and morphology. The depolarization and polarization parameters were found to follow the particular trends
that depend on a choice of parametric space.
Keywords: Tissue polarimetry, Monte Carlo simulation, tissue phantoms, symmetric decomposition, colon
cancer

1. INTRODUCTION
Within the expanding field of biophotonics1 the development of new optical techniques is required that will
serve as a support to medical doctors for cancer diagnostics. Such methods should be non-invasive, fast and
relatively cheap to implement. Apart from the scalar description of light, characterized by the spatial distribution
of light intensity I(x,y) and its phase ϕ, optical polarization has vectorial nature and adds another degree of
freedom.2 The polarized light was found to be sensitive to structural variations of biological tissue.3–7 Likewise,
tissue polarimetry can provide information about tissue morphology and its spatial heterogeneity, utilizing only
polarization of light. Thus, no contrast agents or hazardous ionizing radiation with additional dose load of both
patients and staff are needed. Several groups have duly paved their way to implement polarimetric measurements
for in vivo or pre/clinical trials.8–11 However, prior to translation to clinics a step-by-step approach should be
meticulously followed, in order to study in details the diagnostic potential of optical polarization.
Light-tissue interactions are complex phenomena, due to the anisotropic and heterogeneous nature of biological tissues. Hence, polarized Monte Carlo simulations can give better insight to understand polarized light
propagation within turbid tissue-like scattering medium.12–15 Via modeling it becomes also possible to predict
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light distribution inside the biological specimens16, 17 and to evaluate malignant, structural variations in tissues.18 On the other hand, as the polarization of light in turbid media is randomized quickly due to multiple
scattering events, Monte Carlo modeling can be used for the calculations of Mueller matrix elements and Stokes
vector of partially depolarized light .19, 20 An auxiliary approach for validating simulations and for mimicking
desired optical properties of biological specimens, would include fabrication of tissue phantoms that can be used
accordingly in polarimetry.21–24
Straightforward interpretation of tissue polarimetric properties directly from Mueller matrix elements would
be applicable to homogeneous and isotropic samples only.25 For anisotropic samples a complementary Mueller
matrix decomposition techniques are required,26–28 without violation of the condition of the physical realizability
of Mueller matrix.29 In this work we present the results of comparative studies of various turbid media, in terms
of its depolarization capabilities. Four examples of highly scattering media were selected for Mueller polarimetry
studies, involving a virtual phantom (Mueller matrix was calculated using polarized Monte Carlo algorithm), real
phantom and healthy and malignant zones of ex vivo thick formalin-fixed colon specimen. The Mueller matrices
of real samples were measured experimentally. Extracted via symmetric decomposition of Mueller matrix, their
intrinsic depolarization properties were analyzed, compared, and related to the scattering properties and inner
structure of each sample.

2. THEORY
The description of light with arbitrary degree of polarization ρ has been abundantly described elsewhere.30 Here,
in terms of brevity an alternative definite convention is introduced:31
S = I(1, p)T ,

u = [cos(2θ)cos(2), sin(2θ)cos(2), sin(2)]T ,

p = ρu,

(1)

where in Eq. 1 p and u are the polarization and Poincaré vectors respectively, the parameters ρ ∈ [0 ≤ ρ ≤ 1],
θ ∈ [−π/2 ≤ θ ≤ π/2] and  ∈ [−π/4 ≤  ≤ π/4]. For any non-over polarizing media (i.e. ρ ≤ 1) there is a
corresponding 4 × 4, real transfer function that transforms linearly Sin into Sout . In order to measure a complete
Mueller matrix, at least four input and four output polarization co-variations are required. Eventually, one needs
to solve a system of four linear equations to derive the columns of Mij for each i :32
out
SH/V
= Mi1 ± Mi1/2

(2)
out
SP
/R = Mi1 + Mi3/4 ,

where H/V denote horizontal/vertical, P/R denote +45◦ /right circular polarization states, and i,j =∈[1:4]. Subject to data noise and/or experimental errors, each matrix Mij needs to be filtered to obey the criteria of physical
realizability. Then symmetric decomposition of Mueller matrix can be applied to linear or arbitrary elliptical
retardance and/or diattenuation as well and it is well suited for angular-resolved measurements:26–28
M=MD2 MR2 M∆ MR1 MD1 ,

(3)

where M∆ , MR and MD denote the Mueller matrices of a depolarizer ∆ with the depolarization coefficients
di , a retarder R with phase shift ϕ and a diattenuator D with diattenuation D. Their explicit forms are defined
as:30
"

M∆ =diag(1, d1 , d2 , d3 ),

1
MR = →
−
0

→
− T#
0
,
mϕ

"

MD

1
= →
−
D

→
−T #
D
.
mD

(4)

√
√
In the above equations, for shortening both sub-matrices mϕ and mD =diag(1, 1 − D2 , 1 − D2 ) were introduced and are valid for linear polarization properties. From Eq.(4) it becomes straightforward to find D, whereas
∆ ∈ [0 ≤ ∆ ≤ 1] and ϕ ∈ [0 ≤ ϕ ≤ π] can be calculated as30 :
P3
h tr(m ) − 1 i
|di |
ϕ
∆ = 1 − i=1
,
ϕ = cos-1
.
(5)
3
2
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3. MONTE CARLO MODEL
At every moment t and at each point r inside a scattering medium the intensity dI of the light propagating in
~ is given by:33
the solid angle dΩ around the direction defined by the unit vector Ω
~ t) = L(r, Ω,
~ t)dΩ,
dI(r, Ω,

(6)

where L is the radiance, which evolution can be expressed as follows:

Z
X
~ t)
1 ∂L(r, Ω,
~ ’ → Ω)L(r,
~ ’ , t)dΩ’ +
~
~
~
~
~ t),
+ Ω 5 L(r, Ω, t) = µt L(r, Ω, t) + µs p(Ω
Ω
(r, Ω,
v
∂t

(7)

Ω’

where v=c/nm is the velocity of light in a medium with the refractive index nm , µt =µa +µs is the total extinction
~ ’ → Ω)
~ is the phase function
coefficient, µa and µs are the absorption and scattering coefficients respectively, p(Ω
P ~
and (r, Ω, t) is the radiance of the internal sources (if any). The scalar intensity I can be replaced by defining
a vectorial radiance L with the components of Stokes vector:
~ t) = dLi (r, Ω,
~ t)dΩ,
dSi (r, Ω,

i = [0, 3]

(8)

Hence, the vectorial radiance L is the probability density function of the Stokes vector components in Ω space.
Thus, the new phase function P, is an angular dependent 4 × 4 real matrix that depends on the input vectorbased radiance L, due to normalization conditions. The propagation of polarized light in scattering media can
be described by the integro-differential vector radiative transfer equation (VRTE) that represents the energy
conservation law for the Stokes vector:

Z
X
~ t)
1 ∂L(r, Ω,
~ ’ → Ω)L(r,
~ ’ , t)dΩ’ +
~
~
~
~
~ t)
+ Ω 5 L(r, Ω, t) = µt L(r, Ω, t) + µs P(Ω
Ω
(r, Ω,
v
∂t

(9)

Ω’

The integral form of the transport equation can be expressed as:

~ t) =
L(r, Ω,

Z∞
exp[−ζ]dζ

(10a)

0

Zs
ζ=

”
~
~ Ω,
~ t0 −
µt (r − s” Ω)ds
[q(r0 − s’ Ω,

s’
)]
v

(10b)

0

~ t) =
q(r, Ω,

Z

~ ’ → Ω)L(r,
~ ’ , t)dΩ’ +
~
µs P(Ω
Ω

X
~ t)
(r, Ω,

(10c)

Ω’

~
~
In Eq. 10c q(r,Ω,t)
is the total rate at which polarized photons appear at point (r,Ω,t),
because of collisions,
as well as of internal and external sources. In the absence of internal sources the integral of Eq. 10c can be
estimated by the Monte Carlo technique. The simulation was performed for a sequence of 106 photons. The
photon’s random walk within the scattering medium came to an end either when the photon had hit the detector
or had left the computational domain. A 1-cm-thick layer of scattering medium was modelled with spherical
scatterers of radius 0.2 µm, absorption coefficient µa = 0, scattering coefficient µs = 10 cm-1 , refractive index
of the scatterers np = 1.59, refractive index of the host medium nh = 1.33, wavelength of the incident light
λ = 633 nm. The following geometrical considerations were chosen, in order to represent the real experimental
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set-up of the measurements: flat-surface sample, illuminated at an oblique angle of 55◦ and a detector with
the diameter of 1 mm, positioned at 30◦ with respect to the normal to the surface of scattering medium. The
polarized photons are emitted by an external light source, whereas their propagation is contemplated ballistically
between two scattering events over a distance that is calculated from the value of scattering coefficient µs . Each
elastic scattering event changes both the polarization and the direction of propagation of a scattered photon.
New polarization state and scattering angle are calculated by applying the Mie solution for light scattering on
a sphere. At the interfaces both reflection and refraction were calculated according to the Fresnel laws. Fixing
the input Stokes vector allows us to calculate the corresponding output Stokes vector by averaging over the
simulated output polarization states of photons that had reached the detector. This procedure was performed
until a variance threshold of 1.5% was reached for the output Stokes vector components. By repeating the
procedure for four different input Stokes vectors (SH , SV , SP and SRCP ), the Mueller matrix MMC of the
virtual phantom was obtained from a resulting system of 16 linear equations.

4. SAMPLE CHARACTERISTICS
4.1 Physical phantom
The phantom used in this study represents a layer of 2 mm thickness with scattering coefficient µs = 10 mm-1 ,
absorption coefficient µa = 0.05 mm-1 and anisotropy factor g = 0.8. The detailed description of the manufacturing and characterization of biological tissue phantoms is given in.34–37 A polyvinyl chloride (PVC)-based
matrix was used as a transparent host for ZnO nanoparticles that scatter incident light. The required volume
fraction of added nanoparticles was estimated on a basis of Mie theory taking into account the polydisperse
distribution of particle sizes. The average diameter of the particles was ∼ 0.34 µm. To control the absorption
coefficient of fabricated phantom, a black plastic color composed of CI Pigment Black 7 was added. The optical
properties of fabricated phantom including absorption and scattering coefficients as well as the anisotropy factor
in the visible and near-infrared spectral range were derived on the basis of the inverse adding-doubling method
from the diffuse reflectance, diffuse transmittance and collimated transmittance measurements performed with
the spectrophotometer (Gooch & Housego, USA) equipped with the integrating spheres.36, 38 Additionally, the
refractive index of the phantom was measured using the multiwavelength Abbe refractometer (Atago, Japan).
In prior studies it was shown, that this type of phantoms can be considered as a relevant model of biological
tissue for red and infrared spectral range.

4.2 Ex vivo colon specimen
Thick formalin-fixed ex vivo colon specimen was used for polarimetric experiements. The biological specimen
was provided after excision and diagnosis of the pathologist’s (G2-Adenocarcinoma) from the University Hospital
Tzaritza Yoanna-ISUL(Sofia, Bulgaria). The approval of the hospital ethical committee was obtained for these
studies. Two non-adjacent tissue zones (healthy and tumorous) were probed with polarized light, taking as a
reference the results of tissue histology analysis. The thickness of the specimen was several millimeters and both
zones were characterized by high opacity. Consequently, the polarimetric measurements were done in reflection
configuration. Each zone of interest of the specimen was measured 10 times in a sequence and then averaged, in
order to improve the reproducibility of the measurement results.

5. EXPERIMENTAL STUDIES
The schematic of the experimental set-up is shown in Figure 1. In accordance with the diagnostic window
(600 − 1300 nm), a probing wavelength of 635 nm was selected. The conventional polarimetry measurements
require a low coherent light source, due to the necessity to avoid the formation of laser speckle. For this particular reason, a supercontinuum fiber laser with low spatial, but high temporal coherence was coupled with an
acousto-optical tunable filter (AOTF). All input polarization states were generated with a single half-wave plate
or in a combination with a liquid crystal quarter-wave plate, modulated by the applied voltage. Light backscattered from the samples was collected and passed through a spatial filter for a more precise separation of the
signal from different tissue zones. Additionally, in-focus measurements were performed with the help of inserted
matrix photodetector. All measurements were performed at the angles of incidence and detection 55◦ and 30◦ ,
respectively, alongside the adopted technique of rotating quarter wave-plate and fixed linear polarizer, contained
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in a commercially available polarimetric device (Thorlabs, USA, PAX5710VIS-T). All Stokes parameters were
derived from the Fourier transformation of the detected signal from a photodiode.

Figure 1: Schematic representation of the experimental set-up.

6. RESULTS AND DISCUSSION

Figure 2: Simulated and measured Mueller matrices (left column) and their symmetric decompositions: Monte
Carlo (MC, first row), Tumor colon (T, second row), Healthy colon (H, third row) and Phantom (Ph, forth row).
We start with the comparison between the polarimetric properties of the simulated phantom and that of the
real samples. The inner structure of virtual phantom is comprised of uniformly distributed spherical scatterers of
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fixed size and refractive index within optically isotropic host medium. On the contrary, for all physical samples
used in this study the above mentioned assumptions do not hold. Colon specimen tissue contains scattering
particles of various size, most of them are non-spherical and have fluctuating refraction index. Thus comparing
the simulated Mueller matrix of virtual phantom with the measured Mueller matrices of real samples, it becomes
possible to compare the optical properties of the corresponding scattering media.
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rotational symmetry of reflection would yield an equality M22 = -M33 , whereas in Fig. 2 one can easily observe a
violation of this criterion for the Mueller matrix of real phantom. Two potential reasons for absence of rotational
symmetry could be identified as presence of non-spherical particles, which are not isotropically oriented. Both
polarization and depolarization properties of all turbid media can be analyzed after applying the symmetric
decomposition algorithm to their corresponding Mueller matrices. The results of symmetric decomposition of
simulated and measured matrices are presented in Fig. 3. We denote by I the identity matrix, such as Mij = δij
and by ID the Mueller matrix of an ideal depolarizer. The former has only polarization and no depolarization
properties, while the latter has only depolarization properties.
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Figure 3: Symmetric decomposition products: a), b), c) depolarization indices – di ; d) net depolarization index
– ∆; e), f) diattenuadtion Di and g), h) retardance – ϕi (φi and ϕi used interchangeably).
In Fig. 3 all red lines serve as a guide-to-the-eye and should not be interpreted as the fit curves, since only
categorical variables are presented on the x -axes. Thus, it becomes possible to assume a monotonic decrease of
all depolarization coefficients di and a monotonic increase for the depolarization index – ∆. As expected, the
simulation predicts less depolarization compared to real samples. Most important, the healthy tissue excels the
depolarization of light in comparison with the malignant tissue due to different amount of scattering events in
healthy and tumor zones. As for Di , clearly there is a linear trend presented, while R1 and R2 are characterized by
monotonic increase and non-linear tendency respectively. Nevertheless, several important tissue properties can
be elicited. Namely, there is an increased diattenuation value for the tumor tissue and slightly higher retardance
value for the healthy one. In Table 1 all numerical values of the decomposition quantities are summarized.
To sum up, the polarimetric properties of virtual phantom are closer to that of colon tumor tissue, while
the polarimetric properties of real phantom are closer to the properties of healthy colon tissue. Control of this
phenomenon was achieved by simulating isotropic host medium with ideally spherical scatterers. Also, by setting
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∆

D1

D2

ϕ1 [deg.]

ϕ2 [deg.]

MC

0.52

0.57

0.69

0.41

0.19

0.18

10.39

10.69

T

0.43

0.34

0.19

0.68

0.17

0.13

17.17

2.47

H

0.24

0.16

0.01

0.87

0.08

0.09

17.81

8.14

PH

0.17

0.05

0.004

0.93

0.05

0.03

19.77

20.73

Table 1: Supplementary table associated with decomposition data (φi and ϕi used interchangeably).
the scattering coefficient of the real phantom ten times higher in comparison to the virtual one would result in an
decreased photon mean free path between two scattering events. Consequently, growth in the scattering events
would lead to an increased randomization of the initial polaraization state and higher loss of polarization degree.
Thus, all real samples are characterized by significant depolarization, with inequality relation of d1 > d2 >
d3 . Such outcome is an indicator of higher depolarization capabilities for circularly polarized light compared to
linear polarized light - typical signature of the Rayleigh scattering regime. On the price of less data processing,
the Lu-Chipman decomposition could be applied, but in that case the depolarizer would be ”contaminated”
with polarizance. To avoid this obstacle, the symmetric decomposition provides an opportunity to extract pure
canonical depolarizer and two additional parameters, which define a new parametric space, characterized by
diattenuation and retardance. For angular-resolved measurements, the latter two non-redundant parameters
give rise to impure diagonal form of all Mueller matrices. Increased diattenuation of tumor tissue would indicate
an alteration of the two orthogonal electric field amplitudes Ex/y of partially polarized light without introducing
a phase shift between them, and, thus, introducing repolarizing effect. On the other hand, healthy colon tissue
possesses slightly higher retardance compared to tumor colon tissue. It could be associated with a disruption
of collagen fibrous structure of the extra-cellular matrix, due to the growth of tumor. Finally, a substantial
difference in ∆ϕ = |ϕ1 -ϕ2 | is observed for the colon sample. Such an occurrence arises from various reasons as:
backscattering configuration with different angles of incidence and detection; difference in the optical path-lengths
of both probing and emerging light beams; samples’ anisotropy and fibrous structure.

7. CONCLUSION
Nowadays, there is a need to improve the efficacy of cancer theranostics, as such necessity would significantly
increase life expectancy. For this particular reason, biophotonics can provide adequate assistance to medical
doctors and complete the conventional theranostics in medicine. The purpose of current studies is focused mainly
on a diagnostic assistance to pathologists on avail of a vectorial light property. Characterizing turbid media only
with polirized light has a potential as a complementary approach in histopathology, but is nonetheless far from
being a trivial task to implement. Therefore, supplementary techniques such as polarized Monte Carlo modeling
and phantom preparation and characterization could enrich and reinforce the experimental studies. Likewise
in the current paper, polarized Monte Carlo simulations were adopted to mimic closely the colon tumor tissue,
while the phantom provided better proximity to the healthy colon tissue zone. All experimental Mueller matrices
were obtained and filtered for data noise and/or experimental errors, whereas their polarimetric properties were
extracted with the aid of symmetric decomposition algorithm. The results indicate significant light depolarization
with higher contribution to circularly polarized light. Non-negligible diattenuaton and retardance values were
also detected both of which were obtained after the application of the symmetric decomposition as well. Di and
ϕi additionally contribute to changes of the probing and emerging light beams polarization states and can be
used as diagnostic markers in case of a backscattered configuration. Whenever the diattenuation is insignificant,
only intrinsic depolarization is sufficient to be considered. On the contrary, as in our case for the simulated
phantom and the tumor tissue, a substantial diattenuation is at presence. Thus, there is a revelation to extrinsic
depolarization case.39, 40 However, such a distinction is beyond the scope of the current manuscript. Hence, a
future study focused entirely on the depolarization metrics would be reasonably justified and could enrich the
tissue polarimetry appraoches for complementary diagnostic analysis.
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